Wearable devices for remote vital signs monitoring in the outpatient setting: an overview of the field by Soon, S et al.
This is a repository copy of Wearable devices for remote vital signs monitoring in the 
outpatient setting: an overview of the field.
White Rose Research Online URL for this paper:
http://eprints.whiterose.ac.uk/156332/
Version: Accepted Version
Article:
Soon, S, Svavarsdottir, H, Downey, C et al. (1 more author) (2020) Wearable devices for 
remote vital signs monitoring in the outpatient setting: an overview of the field. BMJ 
Innovations. ISSN 2055-8074 
https://doi.org/10.1136/bmjinnov-2019-000354
© Author(s) (or their employer(s)) 2020. No commercial re-use. See rights and 
permissions. Published by BMJ. 
eprints@whiterose.ac.uk
https://eprints.whiterose.ac.uk/
Reuse 
This article is distributed under the terms of the Creative Commons Attribution-NonCommercial (CC BY-NC) 
licence. This licence allows you to remix, tweak, and build upon this work non-commercially, and any new 
works must also acknowledge the authors and be non-commercial. You don’t have to license any derivative 
works on the same terms. More information and the full terms of the licence here: 
https://creativecommons.org/licenses/ 
Takedown 
If you consider content in White Rose Research Online to be in breach of UK law, please notify us by 
emailing eprints@whiterose.ac.uk including the URL of the record and the reason for the withdrawal request. 
1 
 
Wearable devices for remote vital signs monitoring in 
the outpatient setting: An overview of the field 
SLM Soon1, HS Svavarsdottir2, CL Downey2, DG Jayne2 
1. School of Medicine, Worsley Building, University of Leeds, LS2 9JT 
2. Leeds Institute of 0HGLFDO5HVHDUFKDW6W-DPHV¶V, Clinical Sciences Building, 
6W-DPHV¶V8QLYHUVLW\+RVSLWDO8QLYHUVLW\RI/HHGV/HHGV/67) 
 
Correspondence to: 
Miss Candice L Downey 
Level 7, Clinical Sciences Building   
6W-DPHV¶V8QLYHUVLW\+RVSLWDO 
Leeds        
LS9 7TF 
Email: c.l.downey@leeds.ac.uk 
Tel: 0113 2065281 
Fax: 0113 2065281 
 
Originality:  
This article is an original work, has not been published before, and is not being 
considered for publication elsewhere in its final form, in either printed or 
electronic media.  The findings of this review have been presented as a poster at 
the National Student Association for Medical Research (NSAMR) Conference in 
January 2019, and at the Association of Surgeons in Training International 
Surgical Conference in March 2019.  The abstract will be published in the British 
Journal of Surgery. 
 
Keywords 
 
Continuous; Outpatient; Remote monitoring, Vital signs; Wearables 
 
 
  
2 
 
Abstract 
 
Background 
Early detection of physiological deterioration has been shown to improve patient 
outcomes. Due to recent improvements in technology, comprehensive outpatient vital 
signs monitoring is now possible. This is the first review to collate information on all 
wearable devices on the market for outpatient physiological monitoring. 
 
Methods 
A scoping review was undertaken. The monitors reviewed were limited to those that 
FDQIXQFWLRQLQWKHRXWSDWLHQWVHWWLQJZLWKPLQLPDOUHVWULFWLRQVRQWKHSDWLHQW¶VQRUPDO
lifestyle, whilst measuring any or all of the vital signs: heart rate, ECG, oxygen 
saturation, respiration rate, blood pressure and temperature.  
 
Results 
A total of 270 papers were included in the review.  Thirty wearable monitors were 
examined: 6 patches, 3 clothing-based monitors, 4 chest straps, 2 upper arm bands 
and 15 wristbands. The monitoring of vital signs in the outpatient setting is a 
developing field with differing levels of evidence for each monitor.  The most common 
clinical application was heart rate monitoring.  Blood pressure and oxygen saturation 
measurements were the least common applications.  There is a need for clinical 
validation studies in the outpatient setting to prove the potential of many of the 
monitors identified.   
 
Conclusion 
Research in this area in in its infancy.  Future research should look at aggregating 
the results of validity and reliability and patient outcome studies for each monitor and 
between different devices. This would provide a more holistic overview of the 
potential for clinical use of each device.  
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Introduction 
 
Regular vital signs monitoring is a common inpatient care intervention, which aims to 
facilitate the early recognition of abnormal physiological parameters in deteriorating 
patients. Derangements in vital signs is a known predictor of cardiac and respiratory 
arrest (1), and early detection of deterioration has been shown to improve patient 
outcomes including mortality and quality of life(2).  Traditional intermittent manual vital 
signs monitoring, such as early warning score systems, risks undetected patient 
deterioration through inadequate frequency of monitoring(3).  Wearable remote 
monitoring technologies, aided by wireless data transmission, allow continuous 
PRQLWRULQJ RI SDWLHQWV¶ YLWDO VLJQV and introduce the possibility of physiological 
monitoring in the outpatient setting. 
 
 Until recently, outpatient vital signs monitoring has been mostly limited to 
electrocardiogram (ECG) monitoring with Holter devices. These monitors have been 
used for over 40 years as a noninvasive method of continuously monitoring heart rate 
and ECG for set periods of time. (4±6).  Holter monitors do not allow real-time 
monitoring or monitoring of other vital signs such as oxygen saturation, blood pressure, 
respiratory rate and temperature(7). Recent improvements in battery technology and 
wireless data transmission alongside the advent of smartphones have heralded 
advances in wearable monitors.  In the last 15 years wearable monitors have been 
developed that incorporate multiple sensors, intelligent processing, alarms to support 
medical decisions and interactions with the health provider.  
There are a number of wearable remote monitoring systems available. The level of 
evidence to support these systems is variable and the evaluation of remote wearable 
monitoring systems has been largely limited to the inpatient setting. As overall 
healthcare burden increases and scarcity of hospital beds leads to accelerated 
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discharges, there is increasing interest in the application of remote monitoring in the 
outpatient setting(8). 
With increased interest in the use of remote outpatient monitoring there is a clear need 
for a collective analysis of the efficacy of currently available wearable remote 
monitoring systems.  At present, the only available review of remote monitoring 
systems applies to the inpatient setting and focuses solely on the accelerometer 
functions of wearable devices (9). This is the first review to compile the evidence for 
wearable devices for outpatient physiological monitoring. This study aims to provide a 
comprehensive overview of currently available systems, and to evaluate and 
synthesize the evidence for each system to identify areas that require further 
evaluation.  
 
Methods 
 
Study design 
 
The study has been conducted in the form of a scoping review to map all the existing 
literature on the topic to allow a broad overview of the area and identification of gaps 
in the evidence.  
 
Inclusion Criteria:  
Studies were selected according to the criteria outlined below: 
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Types of Studies: 
Included studies reported evidence on outpatient wearable vital signs monitors. Peer-
reviewed articles, trial registrations and grey literature such as white papers were 
included. As many of the wearable devices are in the early stages of evaluation, 
confining the search for evidence to peer-reviewed publications was not appropriate.  
 
Types of Participants 
Studies were limited to those involving outpatients. 
 
Types of Interventions/ Comparators 
The monitors under review were limited to those that could function in the outpatient 
VHWWLQJZLWKPLQLPDOUHVWULFWLRQVRQWKHSDWLHQW¶VQRUPDOOLIHVW\OH, whilst measuring any 
or all of the vital signs: heart rate, ECG, oxygen saturation, respiration rate, blood 
pressure and temperature. Only monitors that allow real-time monitoring were 
included.   
 
Types of Outcome Measures 
The selection of studies was not limited by the outcome measures reported.  Evidence 
included reliability studies, evaluations of patient perspectives, clinical evaluations 
reporting patient outcomes, and studies where the device was used in a trial 
environment but not tested in itself. Outcomes were collected as reported in the 
individual studies.  
6 
 
 
Exclusion Criteria 
Studies were excluded if they reported only the development of the technology for such 
monitors. Studies were excluded if they reviewed monitors that were no longer in 
production or those that were not wearable or functional only in the inpatient setting.  
 
Information Sources 
 
Electronic Searches 
The search was conducted in two stages.  MEDLINE®, ClinicalTrials.gov, NICE.org, 
Google and PubMed Central (PMC) were searched for articles published from 1996 to 
June 2018 using the search terms outlined in Table 1. Once the monitors were 
identified, a second search was undertaken; Table 2 outlines the search terms and 
strategy used in the second search.  
Table 1: The initial search criteria 
Initial search strategy keywords: 
Vital Signs AND Outpatient Monitor* OR 
Vital Signs AND Monitor* OR 
Vital Signs AND Outpatient OR 
Fitness AND Monitor 
 
Table 2: The search terms used in the second search:  
Final search terms used (individually): 
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Vital Connect Patch Accurate24 
BodyGuardian Heart Vincense WHMS 
Sensium Vitals System SpryHealth Loop 
Intelesens Zensor VisiMobile 
SEEQ MCT Helo Lx 
Nuvant MCT FitBit 
Kenzen Patch Fitbit and Heart Rate Monitor 
OmBra Fitbit Charge and Heart Rate Monitor 
OmSignal Apple Watch 
Nuubo Apple Watch and Heart Rate Monitor 
Hexoskin Garmin Vivofit 
QardioCore Garmin Vivosmart 
EQO2 Lifemonitor Samsung Gear 2 
Zephyr BioHarness 3 Xiao Mi Band 
Polar H7 Empatica E4 
Polar H7 Vital Sign Epson Pulse Sense Watch 
Polar H7 Monitor Microsoft Band 2 
Everion Striiv Fusion Bio 2 
Snap40  
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Searching other resources 
References and citations of selected studies were searched to ensure completeness.  
Company websites for each of the products were also searched for white papers and 
links to peer-reviewed publications. 
 
Data Collection and Analysis 
 
Selection of Studies 
Studies were initially screened by title and abstract followed by a full text review. 
Studies for screening were recorded in a Microsoft Word document (Microsoft Word 
for Mac 2011, Version 14.3.9, Microsoft, USA). Selected studies were collected and 
stored on Mendeley (Version 1.19.2, Elsevier,USA).   
 
Data Extraction 
Data was compiled in a table in Microsoft Word. This included information on the trade 
name, type of monitor, vital sign(s) measured and level of evidence.  
 
Data Synthesis 
A narrative synthesis approach was used to summarise study findings.  Monitors were 
grouped according to the type of device.  Commonalities were sought in the type and 
volume of evidence substantiating each monitor. This evidence was then synthesised 
to assess the gaps in the literature for each monitor. Quantitative data synthesis was 
avoided due to the heterogeneity of outcome measures reported by selected studies.   
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Assessment of risk of bias in included studies 
Due to the heterogeneity of the included study types and the preponderance of grey 
literature a formal assessment of risk of bias was not undertaken. 
 
Results 
In total, 270 papers were identified that met the eligibility criteria.  Figure 1 illustrates 
the selection process.  Thirty wearable monitors were examined: 6 patches, 3 
clothing-based monitors, 4 chest straps, 2 upper arm bands and 15 wristbands. 
Examples of each of these devices are illustrated in Figure 2.  The monitoring of vital 
signs in the outpatient setting is a developing field with differing levels of evidence for 
each monitor.  The evidence base for each monitor is summarised in Tables 3 to 8. 
       
Patch Monitors 
The review identified 6 wireless monitoring patches.  All of the patch monitors measure 
heart rate and adhere to the patient with disposable stickers.  Table 3 summarises the 
vital signs recorded by and the current evidence available for each device.  
10 
 
Table 3: Summary Table for All Reviewed Patch Monitors 
Product Name Type Vital Signs Evidence 
Heart 
Rate 
ECG O2 
Saturation 
Blood 
Pressure 
Respiration 
Rate 
Temperature White 
Papers 
Registry 
 (Trials in 
Progress) 
Peer Reviewed Publications 
Proto
cols 
Validation/ 
Reliability 
Patient 
Perspecti
ves 
Used in 
Trial 
Environ
ment 
but Not 
Tested 
Patient 
Outcomes 
Vital Connect Patch 
 
Patch D
 
D
 
  
D
 
D
 
 
  
D
(10±15) 
D
(15) 
  
Body Guardian Heart 
 
Patch D
 
D
 
  
D
 
  
D
(16±21) 
 
D
(22) 
   
Sensium Vitals System 
 
Patch D
 
   
D
 
D
 
D
(23±
27) 
  
D
(28,29) 
D
(30) 
 
D
(31±39) 
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Intelesens Zensor 
 
Patch D
 
D
 
  
D
 
 
D
(40) 
    
D
(41) 
 
SEEQ MCT 
(Formerly called NUVANT MCT 
until Medtronic purchased it from 
Corventis) 
 
Patch D
 
D
 
     
D
(42±48) 
 
D
(49) 
D
(49±51) 
 
D
(52,53) 
Kenzen Patch 
 
Patch D
 
D
 
   
D
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The patch with the most evidence was SensiumVitals system, a patch monitoring heart 
rate, respiratory rate and temperature. Nine of its 17 total publications were case 
studies evaluating the use of the SensiumVitals system in a variety of clinical contexts 
from diagnosing meningitis (32) to detecting opioid-induced respiratory depression. 
The authors conclude that the patch can feasibly be used in these contexts given its 
high levels of accuracy and patient compliance. However it should be noted that these 
papers were written and published by Sensium Case Studies, a sub-group of the 
company producing the SensiumVitals patch.  
 
)LYHRI WKHSDWFKHVH[DPLQHGKDYHYDOLGLW\RUUHOLDELOLW\VWXGLHV2IWKHVHKDYH
YDOLGLW\ GDWD EXW KDYH QRW EHHQ WHVWHG LQ D FOLQLFDO VHWWLQJ ZLWK QR SDWLHQW RXWFRPH
VWXGLHV7KLVPD\ EH GXH WR WKH GHYHORSLQJ QDWXUH RI WKH SDWFK PDUNHW ZLWK PDQ\
SDWFKHVLQWKHLUEHJLQQLQJVWDJHVRISURGXFWUHOHDVH 
 
)RUH[DPSOHWKHSDWFKZLWKWKHOHDVWHYLGHQFHZDVWKH.HQ]HQ3DWFKZLWK]HURSHHU
UHYLHZHGSXEOLFDWLRQVDQGJUH\OLWHUDWXUHLWFXUUHQWO\DOVRODFNV)'$FHUWLILFDWLRQ7KH
SURGXFW ZRUNV GLIIHUHQWO\ IURP WKH RWKHU PHQWLRQHG SDWFKHV E\ DQDO\VLQJ WKH
ELRPDUNHUVDYDLODEOHLQDQLQGLYLGXDO¶VVZHDWVXFKDVVRGLXPDQGJOXFRVHLQDGGLWLRQ
WRPHDVXULQJKHDUWUDWHDQGWHPSHUDWXUH1RZEHLQJPDUNHWHGDWDWKOHWHVIRULWVVZHDW
DQDO\VLQJELRVHQVRUVHYHUDO$PHULFDQVSRUWVWHDPVVXFKDVWKH6DQ)UDQFLVFRHUV
KDYHVLJQHGXSWRWULDOWKLVSDWFK 
 
Clothing Monitors 
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Table 4: Summary Table for All Reviewed Clothing Monitors 
Product Name Type Vital Signs Evidence 
Heart 
Rate 
ECG O2 
Saturation 
Blood 
Pressure 
Respiration 
Rate 
Temperature White 
Papers 
Registry 
 (Trials in 
Progress) 
Peer Reviewed Publications 
Proto
cols 
Validation/ 
Reliability 
Patient 
Perspecti
ves 
Used in 
Trial 
Environ
ment 
but Not 
Tested 
Patient 
Outcomes 
Om Bra 
 
Clothing 
(bra) 
 
D
 
   
D
 
 
D
(54±
61) 
      
Nuubo Wearable ECG 
 
Clothing 
(vest) 
 
D
 
D
 
     
D
(62±64) 
 
D
(65±69) 
 
D
(70,71
) 
D
(72±74) 
Hexoskin Clothing 
(shirt) 
 
D
 
D
 
D
 
 
D
 
  
D
(75) 
 
D
(76±93) 
D
(93) 
D
(78,83
,94±
113) 
D
(114) 
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7KH  FORWKLQJEDVHG PRQLWRUV H[DPLQHG LQ WKLV VWXG\ IXQFWLRQ YLD PRQLWRUV HPEHGGHG LQ
ZHDUDEOHJDUPHQWV7KHVHLWHPVLQFOXGHDVSRUWVEUD2P%UDVSRUWVVKLUW+H[RVNLQDQG
YHVWWREHZRUQXQGHUFORWKLQJ1XXER:HDUDEOH(&*Table 4 summarises the vital signs 
recorded by and the current evidence available for each device. 
 
7KHFORWKLQJPRQLWRUZLWK WKHPRVWHYLGHQFHZDV+H[RVNLQZLWKUHOHYDQWSHHUUHYLHZHG
SXEOLFDWLRQV +H[RVNLQ¶VVPDUWVKLUWVDUHHPEHGGHGZLWKVHQVRUVDQGKDYHDSRFNHWIRUD
%OXHWRRWKUHFRUGLQJGHYLFHWKDWHQDEOHVGDWDWUDQVPLVVLRQWRWKHZHDUHU¶VVPDUWSKRQH7KH
PRVWFRPPRQIRUPRISHHUUHYLHZHGSXEOLFDWLRQIRU+H[RVNLQZDVDWULDOLQZKLFKWKHPRQLWRU
ZDVXVHGWRPHDVXUHYLWDOVLJQVEXWZDVQRWHYDOXDWHGLQLWVHOIVWXGLHV2IWKHYLWDOVLJQ
PRQLWRULQJIXQFWLRQVRI+H[RVNLQXWLOLVHGE\WKHVHVWXGLHVKHDUWUDWHPRQLWRULQJZDVWKHPRVW
FRPPRQDQGR[\JHQVDWXUDWLRQZDV WKH OHDVW FRPPRQ7KHVWXGLHVZHUHZLGH UDQJLQJ LQ
SRSXODWLRQDQGVHWWLQJUDQJLQJIURPEDGPLQWRQSHUIRUPDQFHDQDO\VLVWRWKHSK\VLRORJ\
RIDSDUDJOLGHU7KHDFFXUDF\RI+H[RVNLQZDVYDOLGDWHGLQWKHUHVXOWVRIVWXGLHVXVLQJ
FRPSDUDWLYH DSSDUDWXV LQFOXGLQJ SQHXPRWDFKRJUDSKV  DQG 0HWDPD[ %  IRU
VWDWLRQDU\DQGPRYLQJUHVSLUDWLRQUDWH)URPWKHVH LWFDQEHFRQFOXGHGWKDWWKHYLWDOVLJQV
PRQLWRULQJIXQFWLRQVRI+H[RVNLQDUHDFFXUDWHIRUXVHLQWKHRXWSDWLHQWVHWWLQJ7KHVHILQGLQJV
PD\EHFRUURERUDWHGE\FXUUHQWRQJRLQJWULDOVHYDOXDWLQJWKHXVHRI+H[RVNLQLQKRPHEDVHG
FDUGLDFSDWLHQWV 
 
7KHFORWKLQJPRQLWRUZLWK WKH OHDVWHYLGHQFHZDV WKH2P6LJQDO2P%UDZLWK]HUR UHOHYDQW
SHHUUHYLHZHG SXEOLFDWLRQV DQG JUH\ OLWHUDWXUH FRQVLVWLQJ RI  ZKLWH SDSHUV SURGXFHG E\
2P6LJQDO2IWKHVHDOO LQYROYHGYDOLGDWLQJ2P6LJQDODOJRULWKPVIRUDQDO\VLQJWKHWZRYLWDO
VLJQPRQLWRULQJIXQFWLRQVRI2P%UDKHDUWUDWHDQGUHVSLUDWRU\UDWH 
 
Chest Strap Monitors 
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Table 5: Summary Table for All Reviewed Chest Strap Monitors 
 
Product Name Type Vital Signs Evidence 
Heart 
Rate 
ECG O2 
Saturation 
Blood 
Pressure 
Respiration 
Rate 
Temperature White 
Papers 
Registry 
 (Trials in 
Progress) 
Peer Reviewed Publications 
Proto
cols 
Validation/ 
Reliability 
Patient 
Perspecti
ves 
Used in 
Trial 
Environ
ment 
but Not 
Tested 
Patient 
Outcomes 
Qardio Core Chest Strap D

D


 
D

D
 
 
      
EQ02 Lifemonitor 
 
Chest Strap D

D

D

 
D

D
 
 
  
D
(115,116) 
D
(117) 
D
(117±
124) 
 
Zephyr BioHarness 3 
 
Chest Strap D

D


 
D

D
 
 
  
D
(125±131) 
D
(132) 
D
(133±
179) 
D
(180,181) 
Polar H7 
 
Chest Strap D

D


 

  
D
(182) 
D
(183) 
D
(81,184±188) 
 
D
(189±
206) 
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$OOFKHVWVWUDSVH[DPLQHGLQWKLVVWXG\LQYROYHGHYLFHVWKDWVWUDSDURXQGWKHSDWLHQW¶VFKHVW
ZLWKHPEHGGHGVHQVRUVWRPRQLWRUYLWDOVLJQVTable 5 summarises the vital signs recorded by 
and the current evidence available for each device. 
 
2IWKHFKHVWVWUDSV=HSK\U%LR+DUQHVVKDGWKHPRVWUHOHYDQWSHHUUHYLHZHGSXEOLFDWLRQV
7UDQVPLWWLQJGDWDYLD%OXHWRRWKWKLVFKHVWVWUDSXVHVVHQVRUVWRGHWHFWUHVSLUDWRU\UDWH(&*
KHDUWUDWHDQGWHPSHUDWXUH2ISHHUUHYLHZHGSXEOLFDWLRQVGHVFULEHGWULDOVZKHUHWKH
PRQLWRUZDVXVHGEXWQRWWHVWHG,QWKHVHVWXGLHVWKH%LRKDUQHVVZDVXVHGWRYLVXDOLVHWKH
SK\VLRORJ\RIYDULRXVSK\VLFDODFWLYLWLHVIURPEDVNHWEDOOWRFULFNHW7KHUHVXOWVRI
WKHVHVWXGLHVVXJJHVWWKH%LRKDUQHVVFDQEHXVHGLQDPEXODWRU\RXWSDWLHQWPRQLWRULQJ7ZR
VWXGLHV IRXQG WKH %LRKDUQHVV  WR EH HTXDOO\  RU PRUH VHQVLWLYH  WKDQ FXUUHQW
KRVSLWDOPHWKRGVRIUHVSLUDWRU\UDWHGHWHFWLRQ 
 
7KHFKHVWVWUDSZLWKWKHOHDVWHYLGHQFHZDV4DUGLR&RUHZLWK]HUR OLWHUDWXUHGXHWR LWVYHU\
UHFHQWSURGXFWUHOHDVHLQ 
 
Upper Arm Band Monitors 
 
%RWKXSSHUDUPEDQGVH[DPLQHGLQWKLVVWXG\VWUDSDURXQGWKHSDWLHQW¶VXSSHUDUPDQGFRQVLVW
RIFORWKVWUDSVZLWKDPRQLWRULQJVFUHHQDWWDFKHGTable 6 summarises the vital signs recorded 
by and the current evidence available for each device.  6QDSPHDVXUHVEORRGSUHVVXUHWKLV
LV WKH OHDVWFRPPRQYLWDOVLJQPHDVXUHGE\ WKHPRQLWRUVUHYLHZHG LQ WKLVVWXG\7KHRWKHU
PRQLWRUV LQ WKLV UHYLHZ WR PHDVXUH EORRG SUHVVXUH DUH $FFXUDWH  6SU\+HDOWK /RRS
9LVL0RELOHVHH7DEOHDQG+HOR/[VHH7DEOH 
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Table 6: Summary Table for All Reviewed Upper Arm Band Monitors 
 
Product Name Type Vital Signs Evidence 
Heart 
Rate 
ECG O2 
Saturation 
Blood 
Pressure 
Respiration 
Rate 
Temperature White 
Papers 
Registry 
 (Trials in 
Progress) 
Peer Reviewed Publications 
Proto
cols 
Validation/ 
Reliability 
Patient 
Perspecti
ves 
Used in 
Trial 
Environ
ment 
but Not 
Tested 
Patient 
Outcomes 
Everion 
 
Upper Arm 
Band 
D

 D

 
D

D
 
 
(207)      
Snap 40 
  
Upper Arm 
Band 
D

D
(Other 
equipment 
required) 

D

D
(Other 
equipment 
required) 
 
D

D
 
D
(208±
210) 
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%RWKXSSHUDUPEDQGVKDG]HURSHHUUHYLHZHGSXEOLFDWLRQVOne white paper assessed the 
validity and reliability of Snap40 in comparison to a gold standard vital sign monitor as 
participants went about their daily lives for a week (210).  The study found that 6QDS¶V
measurements correlated with that of the gold standard monitor, demonstrating its ability to 
be used in real-world applications.  7ZRIXUWKHUVWXGLHVZHUHFRQGXFWHGLQKRVSLWDOHPHUJHQF\
GHSDUWPHQWV7KHILUVWRIWKHVHIRXQGWKDWWKHXVHRI6QDSUHGXFHGWLPHVSHQWRQ
YLWDOVLJQFROOHFWLRQE\QXUVHVIURPan estimated 12.33 hours to 1.2 hours per day(208). The 
study found positive links between less nursing time spent on vital sign collection and patient 
outcomes. The second study assessed 251 patients in a major UK emergency room for their 
patient perspective on the device(209). This included feedback on their level of comfort 
wearing the device and their confidence in its monitoring. 7KH6QDSZKLWHSDSHUVZHUH
IXQGHGE\6QDS/WG 
 
Everion currently has no evidence in the public domain, but there is a single trial in progress.  
Conducted by a German University Hospital this is an outpatient validity and reliability study 
FRPSDULQJ WKH (YHULRQ¶V DELOLW\ WR GHWHFW HSLVRGHV RI DWULDO ILEULOODWLRQ ZLWK that of the gold 
standard Holter monitor(207). 
 
Wristband: Medical 
:ULVWEDQGVDUHE\ IDU WKHPRVWFRPPRQ W\SHRI GHYLFHFXUUHQWO\DYDLODEOHRQ WKHPDUNHW
$WWDFKLQJDURXQGWKHSDWLHQW¶VZULVWWKHZULVWEDQGVVWXGLHGKDYHEHHQGLYLGHGLQWRPHGLFDO
DQGILWQHVVZULVWEDQGVDFFRUGLQJWRWKHPDUNHWLQJVWUDWHJLHVRIWKHLUUHVSHFWLYHFRPSDQLHV
0HGLFDO ZULVWEDQGV KDYH UHIHUHQFHV WR SDWLHQWV DQG KRZ WKH GHYLFHV FRQWULEXWH WR KHDOWK
PDQDJHPHQW RQ WKHLU ZHEVLWHV Table 7 summarises the vital signs recorded by and the 
current evidence available for each medical wristband.  
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Table 7: Summary Table for All Reviewed Medical Wristband Monitors 
 
 
Product Name Type Vital Signs Evidence 
Heart 
Rate 
ECG O2 
Saturation 
Blood 
Pressure 
Respiration 
Rate 
Temperature White 
Papers 
Registry 
 (Trials in 
Progress) 
Peer Reviewed Publications 
Proto
cols 
Validation/ 
Reliability 
Patient 
Perspecti
ves 
Used in 
Trial 
Environ
ment 
but Not 
Tested 
Patient 
Outcomes 
Accurate 24 
 
Wristband: 
Medical 
D

D

 D
 

  
      
Vincense WHMs 
 
Wristband: 
Medical 
D

 D

 
 D
 
 
      
SpryHealth Loop 
 
Wristband: 
Medical 
D

 D

D
 
D

  
D
(211) 
     
VisiMobile 
 
Wristband: 
Medical 
D

D

 D
 
D

D
 
 
D
(212) 
 
D
(213) 
  
D
(214,215) 
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7KHRQO\PHGLFDOZULVWEDQGZLWKUHOHYDQWSHHUUHYLHZHGSXEOLFDWLRQVZDV9LVL0RELOHZLWK
SDSHU UHODWHG WR YDOLGLW\DQG UHOLDELOLW\ DQGSDSHUV UHODWHG WRSDWLHQW RXWFRPHVDOWKRXJK
WKHVHZHUHERWKFRQGXFWHGLQWKHLQSDWLHQWVHWWLQJ7KLVZDVDOVRWKHZULVWEDQGPHDVXULQJWKH
PRVW YLWDO VLJQV KHDUW UDWH (&* EORRG SUHVVXUH UHVSLUDWRU\ UDWH DQG WHPSHUDWXUH 7KLV
ZULVWEDQGFRQQHFWV WRVHQVRUVRQ WKHSDWLHQW VXFKDV WKXPEDQGFKHVW7KH ILUVWRI WKH
SDWLHQWRXWFRPHVWXGLHVZDVFRQGXFWHGRYHUDWKUHHPRQWKSHULRGLQDZLQJRI-RKQ+RSNLQV
+RVSLWDO86$ZKHUHRIVXGGHQGHDWKVZHUHRFFXUULQJ7KHVWXG\IRXQGWKDWWKH
LQWURGXFWLRQRIFRQWLQXRXVPRQLWRULQJYLD9LVLPRELOHZDVDVVRFLDWHGZLWKDUHGXFWLRQLQIDLOXUH
WRUHVFXHHYHQWV7KHVHFRQGRIWKHVHVWXGLHVVXUYH\HGWKHRSLQLRQVRIQXUVHVRQ9LVLPRELOH
DIWHU LWV XVHRQ WKHLUZDUG IRU  FRQVHFXWLYHZHHNV $OO RI WKHQXUVHV DOVR VXUYH\HG
DJUHHGWKDW WKHXVHRI9LVLPRELOHRQZDUGV LQFUHDVHGSDWLHQWVDIHW\%RWKSDWLHQWRXWFRPH
VWXGLHVFRUUREDWHWKHXVHRI9LVLPRELOHDVDQHIIHFWLYHPHDQVRIGHFUHDVLQJIDLOXUHWRUHVFXH
HYHQWVDQGZHUHFRQGXFWHGLQLQSDWLHQWVHWWLQJVGHVSLWHIHDWXUHVHQDEOLQJWKHGHYLFH¶VXVHLQ
WKHRXWSDWLHQWVHWWLQJ,QFRPSDULVRQWRSURGXFWVVXFKDV+H[RVNLQDQG=HSK\U
V%LRKDUQHVV
9LVLPRELOHLVXQLTXHLQWKDWDOOLWVFOLQLFDOWULDOVLQYROYHWKHHYDOXDWLRQRIWKHPRQLWRULQDFOLQLFDO
FRQWH[W7KLVLVILWWLQJJLYHQLWVPDUNHWLQJVSHFLILFDOO\DVDZULVWEDQGIRUPHGLFDOXVH7KHUHLV
FXUUHQWO\RQHRQJRLQJWULDOH[DPLQLQJWKHIHDVLELOLW\RILWVXVHLQDJHQHUDOZDUG 
 
0XFK OLNHXSSHUDUPEDQGVPHGLFDOZULVWEDQGVDUHDFDWHJRU\YHU\PXFK LQGHYHORSPHQW
6SU\+HDOWK¶V/RRSZDVRQO\UHFHQWO\GHSOR\HGLQ$FFXUDWHLVGXHIRUUHOHDVHLQWKH
VXPPHURI $VDUHVXOWDOO WKUHHRI WKHRWKHUPHGLFDOZULVWEDQGVH[DPLQHGKDYHQR
HYLGHQFHLQWKHSXEOLFGRPDLQ 
 
Wristband: Fitness 
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Table 8: Summary Table for All Reviewed Fitness Wristband Monitors 
Product Name Type Vital Signs Evidence 
Heart 
Rate 
ECG O2 
Saturation 
Blood 
Pressure 
Respiration 
Rate 
Temperature White 
Papers 
Registry 
 (Trials in 
Progress) 
Peer Reviewed Publications 
Proto
cols 
Validation/ 
Reliability 
Patient 
Perspecti
ves 
Used in 
Trial 
Environ
ment 
but Not 
Tested 
Patient 
Outcomes 
Helo Lx 
 
Wristband: 
Fitness 
Tracker 
D

 D

D
 
D

  
      
FitBit  Wristband: 
Fitness 
Tracker 
D

 
 

  
D
(132,216±
236) 
 
D
(188,237±247) 
 
D
(248±
250) 
D
(251,252) 
Apple Watch 
 
Wristband: 
Fitness 
Tracker 
D

 
 

  
D
(253,254) 
 
D
(186,188,244,24
5,255±258) 
   
Garmin Vivofit 
 
Wristband: 
Fitness 
Tracker 
D

 
 

  
D
(259) 
     
22 
 
Garmin Vivosmart 
 
Wristband: 
Fitness 
Tracker 
D

 
 

  
D
(260) 
     
Samsung Gear 2 
 
Wristband: 
Fitness 
Tracker 
D

 
 

  
  
D
(256) 
   
Mi Band 
 
Wristband: 
Fitness 
Tracker 
D

 
 

  
  
D
(257) 
D
(261) 
  
Empatica E4 
 
Wristband: 
Fitness 
Tracker 
D

 
 
 D
 
 
D
(262±264) 
 
D
(265) 
 
D
(266±
273) 
D
(274±276) 
Epson Pulse Sense 
Watch  
 
Wristband: 
Fitness 
Tracker 
D

 
 

  
      
Microsoft Band 2 
 
Wristband: 
Fitness 
Tracker 
D

 
 

  
D
(277) 
 
D
(238,255,265,27
8) 
D
(261) 
  
Striiv Fusion Bio 2 
 
Wristband: 
Fitness 
Tracker 
D

 
 

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Table 8 summarises the vital signs recorded by and the current evidence available for each 
device. 7KHILWQHVVZULVWEDQGZLWK WKHPRVWHYLGHQFHZDV WKH)LW%LWZLWK UHOHYDQWSHHU
UHYLHZHG SXEOLFDWLRQV 2I WKHVH  VWXGLHV ZHUH UHODWHG WR YDOLGLW\ DQG UHOLDELOLW\ ZLWK D
VLJQLILFDQWSURSRUWLRQRIWKHVHFRQFHUQHGZLWKWKHDFFXUDF\RIWKH)LW%LW¶VKHDUWUDWHPRQLWRULQJ
IXQFWLRQV GXULQJ YDULRXV IRUPV RI H[HUFLVH7KH UHVXOWV RI WKHVH VWXGLHV VXJJHVW WKH )LW%LW
SURYLGHV DFFXUDWH DQG UHOLDEOH KHDUW UDWH UHDGLQJV WKDW FDQ EH XVHG LQ WKH DPEXODWRU\
RXWSDWLHQWVHWWLQJ&XUUHQWRQJRLQJWULDOVGHPRQVWUDWHWKHSRWHQWLDOWRH[SDQGWKHWHFKQRORJ\
WRWKHKHDOWKFDUHVHFWRU7KHVHLQFOXGHDVWXG\ZKHUHWKHPRQLWRULVLQFRUSRUDWHGLQWRDPRELOH
LQWHUYHQWLRQIRUSXOPRQDU\DUWHULDOK\SHUWHQVLRQDQGDVWXG\RIPRRGGLVRUGHUSDWLHQWV
XVLQJWKHKHDUWUDWHIXQFWLRQRIWKH)LW%LW&KDUJHVHULHV 
 
7KHILWQHVVZULVWEDQGVZLWKWKHOHDVWHYLGHQFHZHUH+HOR/[6WULLY)XVLRQ%LR(SVRQ3XOVH
6HQVHDQGWKH*DUPLQ9LYR6HULHV7KHVHKDG]HURUHOHYDQWSHHUUHYLHZHGSXEOLFDWLRQV0DQ\
SDSHUV ZHUH H[FOXGHG DV WKH\ IDLOHG WR PHHW WKH LQFOXVLRQ FULWHULD E\ IRFXVLQJ RQ WKH
DFFHOHURPHWHUDQGSHGRPHWHUIXQFWLRQVRIWKHVHGHYLFHV2IWKHVHGHYLFHVRQO\WKH*DUPLQ
9LYR6HULHVGHYLFHVKDGWULDOVLQSURJUHVVH[DPLQLQJWKHSDWLHQWSHUVSHFWLYHRIWKH*DUPLQ
9LYR6HULHVGHYLFHVE\PHDVXULQJDGKHUHQFHDQGZHDUWLPH
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Discussion 
This review aimed to quantify the evidence available for in-use and up-coming devices 
for wearable outpatient vital signs monitoring. By identifying the current gaps in the 
literature and the monitoring functions of these devices, this paper aims to assist 
clinicians and researchers to select appropriate remote monitoring devices based on 
existing evidence.  
 
It is apparent that the monitoring of vital signs in the outpatient setting is a developing 
field, with evidence per monitor ranging from many relevant peer-reviewed publications 
to zero evidence in the public domain. The FitBit had the most trials in progress, 
expanding its influence in the field.  Gaps in the literature exist with no FitBit patient 
perspective papers quantifying feasibility and adherence; however, 11 of the 22 (219±
222,224,226,227,229,230,233,234)  trials in progress will address this with their 
published results. These will report on compliance, feasibility and adherence from a 
variety of study populations(219-222). 
 
Gaps in the literature also exist for upper armbands and medical wristbands. These 2 
types of devices had the fewest relevant peer-reviewed publications. Further research 
into the use of these wearable outpatient vital signs monitors should look in to primarily 
evaluating their validity and reliability, patient perspectives and patient outcomes when 
using these devices, in order to validate the products for use in a clinical environment.  
Gaps in wearable monitor function exist for blood pressure monitors with only 5 
monitors measuring blood pressure. This was followed by O2 saturations with only 7 
monitors assessing this. 
 
Although there is a multitude of wearable monitors available to the consumer market, 
there is little evidence of commitment to the routine use of such devices in the 
healthcare setting.  The award of a CE (Conformité Européenne) mark indicates 
conformity with health, safety, and environmental protection standards for products 
sold within the European Economic Area, but does not guarantee the effectiveness of 
the product.  The level of evidence required to support an application to a national 
decision-making body such as the National Institute for Health and Care Excellence 
(NICE) in the United Kingdom usually includes clinical trials and health economic 
analyses.  These studies necessitate the commitment of funds, resources and time, 
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thus impacting on the short-term profit margin of small companies.  One potential 
solution to this problem is the partnering of commercial companies with academic 
institutions to provide high-quality, impactful evidence. 
 
Strengths and Limitations: 
The main strength of this review is that it is one of the first to give an overview of 
existing literature on wearable outpatient monitoring devices. Previous research into 
the field of wearable monitors can be classified into 4 broad categories: reviews of 
cardiac functions of monitors(279±282); reviews of the activity tracking function such 
as pedometers and accelerometers of monitors, particularly pertaining to wristband 
fitness trackers(283±286); reviews of respiratory monitoring functions(287); and 
miscellaneous reviews such as those evaluating the use of wearable monitors for 
monitoring stress(288), sleep(289) and their use in clinical trials(290). None of these 
reviews of wearable devices were exclusive to general outpatient monitoring and the 
monitoring of vital signs. Thus this review is one of the first of its kind to review 
wearable outpatient vital signs monitors.  
 
Another strength of this review lies in its scoping nature. Given the developing field, a 
scoping review allows for quantification of all the evidence relevant to the research 
question available for each device. The inclusion of a broad range of literature ranging 
from grey literature such as white papers to registries of trials in progress to peer-
reviewed papers allows for a more holistic picture of the evidence.  This enables 
identification of the gaps in the evidence and the product market for wearable 
outpatient vital signs monitors.  
  
The limitations of this review are the inclusion of only English language publications. 
Two publications in foreign languages were found(291,292), but they were not included 
due to the language barrier they posed. Furthermore, the quality of each study was not 
evaluated due to the huge variation in the types of evidence, the study methodologies 
and the outcomes assessed. An assessment of risk of bias was inappropriate given 
the scoping nature of the review and the preponderance of grey literature in the search 
results. 
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Future Research: 
Future research should look at aggregating the results of validity and reliability and 
patient outcome studies for each monitor and between different devices. This would 
provide a more holistic overview of the potential for clinical use of each device as an 
outpatient vital signs monitor. 
 
Figure legend 
 
Figure 1:  
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Figure legends 
 
Figure 1: PRISMA diagram of search and eligibility process 
 
Figure 2: Examples of outpatient monitoring devices included in this study. A: Medical 
Grade Adhesive Patch: from Sensium, Abingdon, UK; B: Clothing with embedded 
sensors: from Hexoskin, Montreal, Canada; C: Chest Strap: from Medtronic, MD, USA; 
D: Chest Strap: from Polar Electro, Warwick, UK; E: Upper Armband: from Current, 
Edinburgh, UK; F: Wristband: from Fitbit, San Francisco, USA. 
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